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[bookmark: _Toc486756462][bookmark: _Toc487504977][bookmark: _Toc237353962][bookmark: _Toc237415741][bookmark: _Toc237416715][bookmark: _Toc237429083][bookmark: _Toc291667319][bookmark: _Toc400370314][bookmark: chptr_4]Chapter 4.  Test Procedures – Packages Labeled by Count, Linear Measure, Area, Thickness, and Combinations of Quantities

[bookmark: _Toc486756463][bookmark: _Toc487504978][bookmark: _Toc237353963][bookmark: _Toc237415742][bookmark: _Toc237416716][bookmark: _Toc237429084][bookmark: _Toc291667320][bookmark: _Toc400370315][bookmark: scope]4.1.	Scope
[bookmark: _Toc486756464][bookmark: _Toc487504979][bookmark: _Toc237353964][bookmark: _Toc237429085][bookmark: _Toc291667321]The following procedures should be used to determine the net contents of products sold by count, area, thickness, and linear measure.  If a package includes more than one declaration of quantity, each declaration must meet the package requirements.
[bookmark: _Toc486756465][bookmark: _Toc487504980][bookmark: _Toc237353965][bookmark: _Toc237429086][bookmark: _Toc291667322]A gravimetric procedure may be used to test products sold by measure or count if the density of the product does not vary excessively from one package to another. If the gravimetric procedure cannot be used, each package in the sample must be opened to measure or count the contents.
[bookmark: _Toc486756467][bookmark: _Toc487504982][bookmark: _Toc237353967][bookmark: _Toc237415744][bookmark: _Toc237416718][bookmark: _Toc237429089][bookmark: _Toc291667324][bookmark: _Toc400370316][bookmark: pkg_lab_ct_42]4.2.	Packages Labeled by Count
If the labeled count is 50 items or fewer, use Section 4.2.1. “Packages Labeled with 50 Items or Fewer.”    If the labeled count is more than 50 items, see Section 4.2.2. “Packages Labeled by Count of More than 50 Items.”  If the labeled count is more than 50 items for corn, soybeans, field beans, and wheat seeds, see Section 4.9. “Procedure for Checking the Contents of Specific Agricultural Seed Packages Labeled by Count.”
[bookmark: _Toc400370317][bookmark: pkg_lab_50items_421]4.2.1.	Packages Labeled with 50 Items or Fewer
[bookmark: _Toc400370318][bookmark: test_equip_4211]4.2.1.1. 	Test Equipment
None.
[bookmark: _Toc400370319][bookmark: test_proced_4212]4.2.1.2. 	Test Procedure
	1. Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; and select a random sample.

	

	2. Open the packages and count the number of items in each.  Record the number of packages that contain fewer than the labeled count.


[bookmark: _Toc400370320][bookmark: eval_results_4213]4.2.1.3. 	Evaluation of Results
	1. For the sample size indicated in Column 1 of Appendix A, Table 211. “Accuracy Requirements for Packages Labeled by Low Count (50 or Fewer) and Packages Given Tolerances (Glass and Stemware),” refer to Column 2 to determine the number of packages that are allowed to contain fewer than the labeled count.

	

	2. If the number of packages in the sample that contain fewer than the labeled count exceeds the number permitted in Column 2, the sample and the lot fail to meet the package requirement.

	

	Note:  For statistical reasons, the average requirement does not apply to packages labeled by count of 50 or fewer items, and the MAV does not apply to the lot.  It only applies to the packages in the sample.

	

	3. Maximum Allowable Variations:   The MAVs listed in Appendix A, Table 27. “Maximum Allowable Variations (MAVs) for Packages Labeled by Count” define the limits of reasonable variation for an individual package even though the MAV is not directly used in the sampling plan.  Individual packages that are undercount by more than the MAV are considered defective.  Even if the sample passes, these should be repacked, relabeled, or otherwise handled.

	

	Example:  
If testing a lot of 160 packages of pencils labeled “50 pencils,” choose a random sample of 12 packages from the lot.  If the scale cannot discriminate between differences in count, open every package and count the pencils.  For example, assume the 12 package counts are:  50, 52, 50, 50, 51, 53, 52, 50, 50, 50, 47, and 50.
Because only one package contains fewer than 50 pencils, the sample passes the test (refer to Appendix A. Table 211. “Accuracy Requirements for Packages Labeled by Low Count [50 or Fewer] and Packages Given Tolerances [Glass and Stemware]”).  However, the package containing 47 pencils should not be introduced into commerce even though the lot complies with the package requirements because it is undercount by more than the MAV (1 item) permitted in Appendix A, Table 27. “Maximum Allowable Variations (MAVs) for Packages Labeled by Count.”


(Amended 2010)
[bookmark: _Toc487504986][bookmark: _Toc487504989][bookmark: _Toc486756473][bookmark: _Toc487504990][bookmark: _Toc237353971][bookmark: _Toc237415746][bookmark: _Toc237416720][bookmark: _Toc237429093][bookmark: _Toc400370321][bookmark: pkg_lab_ct_more_422]4.2.2.	Packages Labeled by Count of More than 50 Items
[bookmark: _Toc487504991][bookmark: _Toc487504993][bookmark: _Toc487504994]There are two procedures to determine count without opening all packages in the sample.  The first is an audit procedure and the second is recommended for determining compliance and taking legal action.  Both use the weight of a counted number of items in the package.  If the weight of discrete items or numbers of items in a package varies excessively, the packaged items must be counted rather than weighed.
[bookmark: _Toc486756469][bookmark: _Toc487504984][bookmark: _Toc237353969][bookmark: _Toc237429091][bookmark: _Toc291667326]To determine if a gravimetric procedure can be used to inspect packages labeled by count, follow the steps below. 
[bookmark: _Toc486756470][bookmark: _Toc487504985][bookmark: _Toc237353970][bookmark: _Toc237415745][bookmark: _Toc237416719][bookmark: _Toc237429092][bookmark: _Toc291667327][bookmark: _Toc486756475][bookmark: _Toc487504995][bookmark: _Toc400370322][bookmark: test_equip_4221]4.2.2.1. 	Test Equipment
Scale that meets the requirements in Section 2.2. “Measurement Standards and Test Equipment.”
Scale Sensitivity:
First, determine if the scale being used is sensitive enough to determine the weight of individual items by doing the following:
	1. For packages labeled with a count of 84 or higher, calculate the weight equivalent for the MAV/6 for the labeled count of the package.  MAV/6 must be at least equal to one-half scale division on a mechanical scale or one division on a digital scale.

	

	2. For packages with a labeled count of 83 or fewer, when each unit weighs at least twoscale divisions, consider the scale acceptable.

	

	Example:  
According to Appendix A, Table 27. Maximum Allowable Variations (MAVs) for Packages Labeled by Count, the MAV is 7 for a package labeled with a count of 250 items.  The scale should be capable of measuring differences corresponding to MAV/6 or, in this example, the weight of one item.

	

	· If the scale meets the appropriate requirement, gravimetric testing can be used to determine package count or,

	

	· If the scale does not meet the criteria, count the content in each package in the sample.


[bookmark: _Toc400370323][bookmark: _Toc291667329][bookmark: test_proced_4222]4.2.2.2.	Test Procedures
1. [bookmark: _Toc486756476][bookmark: _Toc487504996][bookmark: _Toc400370324][bookmark: a_audit_proced_4222a]Audit Procedure 
Use this procedure to audit lots of packages labeled by count of more than 50 items but not for determining lot compliance.  Determine the lot compliance based on actual count or by using the “Violation Procedure” (b).
Note:  The precision of this procedure is only ± 1 %.

	1. Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; and select a random sample.

	

	2. Select an initial tare sample according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”

	

	3. Gross weigh the first package in the tare sample and record this weight.

	

	4. Select the number of items from the first tare package that weighs the greater:

	

	· 10 % of the labeled count; or

	

	· a quantity equal to at least 50 minimum divisions on the scale.

	

	Example:  
Using a scale with 1 g divisions, the selected count must weigh at least 50 grams.  If a scale with 0.001 lb divisions is used, the selected count must weigh at least 0.05 lb.  Record the count and weight.

	

	5. Calculate the weight of the labeled count using the following formula:

[bookmark: _Toc226190777][bookmark: _Toc237415747][bookmark: _Toc237416721][bookmark: _Toc237429094]Weight of the Labeled Count =
[bookmark: _Toc226190778][bookmark: _Toc237415748][bookmark: _Toc237416722][bookmark: _Toc237429095](labeled count × weight of items in Step 4) ÷ (Count of items in Step 4)

	

	[bookmark: _Toc226190779][bookmark: _Toc237415749][bookmark: _Toc237416723][bookmark: _Toc237429096]Record the result as “labeled count weight.”

	

	6. Gross weigh the remaining packages of the tare sample and keep contents of opened packages separated in case all of the items must be counted.

	

	7. Determine the Average Used Dry Tare Weight of the sample according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”

	

	8. Record the nominal gross weight by adding the weight of the labeled count and the average tare weight.

	

	9. Subtract the nominal gross weight from the gross weight of the individual packages and record the errors.
[bookmark: _Toc226190780][bookmark: _Toc237415750][bookmark: _Toc237416724][bookmark: _Toc237429097](Package error [weight]) =
(actual package gross weight) − (nominal gross weight)

	

	10. Convert the package errors in units of weight to count using the following formula:
[bookmark: _Toc226190781][bookmark: _Toc237415751][bookmark: _Toc237416725][bookmark: _Toc237429098]Package error (count) = (Package error [weight] × labeled count) ÷ (labeled count weight)

	

	Round any fractional counts up to whole items in favor of the packager.  Record the package error in units of count.  
11. Compute the average error.

	

	· If the average error is minus, go to the “Violation Procedure” below.

	

	· If the average error is zero or positive, the sample is presumed to conform to the package requirements.


1. [bookmark: _Toc333505705][bookmark: _Toc400370325][bookmark: _Toc486756477][bookmark: _Toc487504997][bookmark: _Toc226190782][bookmark: b_violation_proced_4222b]Violation Procedure 
If possible, use the gravimetric procedure to determine compliance, to minimize the number of packages to be opened. This procedure combines the measurement of the weight of the number of units in the package with the determination of tare.  Therefore, it will not be necessary to open more packages than the tare sample.  If the audit procedure in this section has been used, the procedure below can be followed with the same sample if package contents have been kept separate and can still be counted.  Use the following procedure to determine if the sample passes or fails.
	1. Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; select a random sample.  

	

	2. Select an initial tare sample according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.” 

	

	3. Gross weigh the packages selected for the tare sample and record these weights.  Open these packages and determine the tare and net weights of the contents, and count the exact number of items in the packages.  Record this information.

	

	4. Calculate and record the weights of the labeled counts for the first two packages using the formula:
[bookmark: _Toc226190783][bookmark: _Toc237415752][bookmark: _Toc237416726][bookmark: _Toc237429099]Weight of labeled count = (labeled count) × (contents weight ÷ contents count)

	

	To avoid round off errors, carry at least two extra decimal places in the calculation until the weight of the labeled count is obtained.  To use the gravimetric procedure, the difference in weights of the labeled counts of the two packages must not exceed one scale division.

	

	· If the difference in weights exceeds this criterion, determine the actual count per package for every package in the sample recording plus and minus errors.  Then, follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine lot conformance.

	

	· If the difference is within the criterion, average the weights of the labeled count and go on to Step 5.

	

	5. Determine the Average Used Dry Tare Weight of the sample according to provisions in Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”

	

	6. Determine and record the nominal gross weight by adding the average weight of the labeled count of items in the package Step 4 to the average tare weight Step 5.

	

	7. Weigh the remaining packages in the sample, subtract the nominal gross weight from the gross weight of the individual packages, and record the errors.
[bookmark: _Toc226190784][bookmark: _Toc237415753][bookmark: _Toc237416727][bookmark: _Toc237429100]Package Error (weight) = (Actual Package Gross Weight) − (Nominal Gross Weight)

	

	8. Look up the MAV for the package size from Appendix A, Table 27. “Maximum Allowable Variations (MAVs) for Packages Labeled by Count” and convert it to weight using the formula:
[bookmark: _Toc237415754][bookmark: _Toc237416728][bookmark: _Toc237429101][bookmark: _Toc446483165][bookmark: _Toc226190785]MAV (weight) =
[bookmark: _Toc237415755][bookmark: _Toc237416729][bookmark: _Toc237429102](MAV (count) × Average Weight of Labeled Count [from Step 4]) ÷ (Labeled Count)


	9. [bookmark: _Toc226190786][bookmark: _Toc237415756][bookmark: _Toc237416730][bookmark: _Toc237429103]Convert the MAV to dimensionless units by dividing the MAV (weight) by the unit of measure and record.


[bookmark: _Toc487504998][bookmark: _Toc486756478][bookmark: _Toc487504999][bookmark: _Toc226190787][bookmark: _Toc400370326][bookmark: eval_results_4223]4.2.2.3.	Evaluation of Results
Follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine lot conformance.
Convert back to count when completing the report form, using the following formula:
[bookmark: _Toc446483166][bookmark: _Toc226190788][bookmark: _Toc237415757][bookmark: _Toc237416731][bookmark: _Toc237429104]Average Package Error (count) = (Avg. Pkg. Error [dimensionless units]) × (Unit of Measure) ×
[bookmark: _Toc226190789][bookmark: _Toc237415758][bookmark: _Toc237416732][bookmark: _Toc237429105][bookmark: _Toc486756479][bookmark: _Toc487505000][bookmark: _Toc237353972][bookmark: _Toc237415759][bookmark: _Toc237416733][bookmark: _Toc237429106](Labeled Count) ÷ (Average Weight of Labeled Count)
[bookmark: _Toc291667331][bookmark: _Toc400370327][bookmark: paper_plates_43]4.3.	Paper Plates and Sanitary Paper Products
The following procedure is used to verify the size of paper plates and other sanitary paper products.  It may also be used to verify the size declarations of other disposable dinnerware.
Note:  Do not distort the item’s shape during measurement.
The count of sanitary paper products cannot be adequately determined by weighing.  Variability in sheet weight and core weight requires that official tests be conducted by actual count.  However, weighing can be a useful audit method.  These products often declare total area as well as unit count and sheet size.  If the actual sheet size measurements and the actual count comply with the average requirements, the total area declaration is assumed correct.
[bookmark: _Toc400370328][bookmark: test_equip_431]4.3.1. 	Test Equipment
· Steel tapes and rules. Determine measurements of length to the nearest division of the appropriate tape or rule.
· Metric units:
For labeled dimensions 40 cm or less, linear measure:  30 cm in length, 1 mm divisions; or a 1 m rule with 0.1 mm divisions, overall length tolerance of 0.4 mm.
[bookmark: _Toc226190791][bookmark: _Toc237415760][bookmark: _Toc237416734][bookmark: _Toc237429108]For labeled dimensions greater than 40 cm, 30 m tape with 1 mm divisions.
· U.S. customary units:
For labeled dimensions 25 in or less, use a 36 in rule with 1/64 in or 1/100 in divisions and an overall length tolerance of 1/64 in.
For dimensions greater than 25 in, use a 100 ft tape with   in divisions and an overall length tolerance of 0.1 in.
· Measuring Base
Note:  A measuring base may be made of any flat, sturdy material approximately 38 cm (15 in) square.  Two vertical side pieces approximately 3 cm (1 in) high and the same length as the sides of the measuring base are attached along two adjoining edges of the measuring base to form a 90° corner.  Trim all white borders from two or more sheets of graph paper (10 divisions per centimeter or 20 divisions per inch).  Place one sheet on the measuring base and position it so that one corner of graph paper is snug in the corner of the measuring base and vertical sides.  Tape the sheet to the measuring base.  Overlap other sheets on the first sheet so that the lines of top and bottom sheet coincide, expanding the graph area to a size bigger than plates to be measured; tape these sheets to the measuring base.  Number each line from the top and left side of base plates:  1, 2, 3, etc.
[bookmark: _Toc400370329][bookmark: test_proced_432]4.3.2. 	Test Procedure 
	1.*	Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; select a random sample.

	

	2.* Select an initial tare sample according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”

	

	3. Open each package and select one item from each.


Note:  Some packages of plates contain a combination of different-sized plates.  In this instance, take a plate of each declared size from the package to represent all the plates of that size in the package.  For example, if three sizes are declared, select three different plates from each package.
Note:  Occasionally, packages of plates declared to be one size contain plates that can be seen by inspection to be of different sizes in the same package.  In this instance, select the smallest plate and use the methods below to determine the package error.  If the smallest plate is not short measure by more than the MAV, measure each size of plate in the package and calculate the average dimensions.
Example:  
If five plates measure 21.41 cm (8.43 in) and 15 measure 21.74 cm (8.56 in), the average dimension for this package of 20 plates is 21.66 cm (8.53 in).
	4. For paper plates:  Place each item on the measuring base plate (or use the linear measure) with the eating surface down so two sides of the plate touch the sides of the measuring base.  

	

	5. For other products:  Use either the measuring base or a linear measure to determine actual labeled dimensions (e.g., packages of napkins, rolls of paper towels).  If testing folded products, be sure that the folds are pressed flat so that the measurement is accurate.

	

	6. If the measurements reveal that the dimensions of the individual items vary, select at least 10 items from each package.  Measure and average these dimensions.  Use the average dimensions to determine package error in Step 7 below.

	

	7. The package error equals the actual dimensions minus the labeled dimensions.


[bookmark: _Toc486756484][bookmark: _Toc487505005][bookmark: _Toc400370330][bookmark: eval_results_433]4.3.3.	Evaluation of Results
Follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine lot conformance.
[bookmark: _Toc237353976][bookmark: _Toc237415761][bookmark: _Toc237416735][bookmark: _Toc237429111][bookmark: _Toc291667335][bookmark: _Toc400370331][bookmark: _Toc486756485][bookmark: _Toc487505006][bookmark: spec_test_require_44]4.4.	Special Test Requirements for Packages Labeled by Linear or Square Measure (area)
Products labeled by length (such as yarn) or area, often require the application of tension to the ends of the product in order to straighten the product before measuring.  When testing yarn and thread, apply tension and use the specialized equipment as defined by the latest version of ASTM D1907/D1907M-12, “Standard Test Method for Linear Density of Yarn (Yarn Number) by the Skein Method,” in conjunction with the sampling plans and package requirements described in this handbook. Use Section 2.3.7. “Evaluate for Compliance” to determine lot conformance.
[bookmark: _Toc486756488][bookmark: _Toc487505010][bookmark: _Toc237353978][bookmark: _Toc237415762][bookmark: _Toc237416736][bookmark: _Toc237429113][bookmark: _Toc291667337][bookmark: _Toc400370332][bookmark: polethylene_45]4.5.	Polyethylene Sheeting
[bookmark: _Toc487505012]Most polyethylene products are sold by length, width, thickness, area, and net weight. Accordingly, this procedure includes steps to test for each of these measurements.
[bookmark: _Toc400370333][bookmark: test_equip_451]4.5.1. 	Test Equipment
· A scale that meets the requirements in Section 2.2. “Measurement Standards and Test Equipment.”
· Steel tapes and rules.  Determine measurements of length to the nearest division of the appropriate tape or rule.
· Metric units:
For labeled dimensions 40 cm or less, linear measure:  30 cm in length, 1 mm divisions; or a 1 m rule with 0.1 mm divisions, overall length tolerance of 0.4 mm.
[bookmark: _Toc226190795][bookmark: _Toc237415763][bookmark: _Toc237416737][bookmark: _Toc237429115]For labeled dimensions greater than 40 cm, 30 m tape with 1 mm divisions.
· U.S. customary units:
For labeled dimensions 25 in or less, use a 36 in rule with 1/64 in or 1/100 in divisions and an overall length tolerance of 1/64 in.
[bookmark: _Toc226190796][bookmark: _Toc237415764][bookmark: _Toc237416738][bookmark: _Toc237429116]For dimensions greater than 25 in, use a 100 ft tape with 1/16 in divisions and an overall length tolerance of 0.1 in.
· Deadweight dial micrometer (or equal) equipped with a flat anvil, 6.35 mm or (¼ in) diameter or larger, and a 4.75 mm (3/16 in) diameter flat surface on the head of the spindle.  The anvil and spindle head surfaces should be ground and lapped, parallel to within 0.002 mm (0.0001 in), and should move on an axis perpendicular to their surfaces.  The dial spindle should be vertical, and the dial should be at least 50.8 mm (2 in) in diameter.  The dial indicator should be continuously graduated to read directly to 0.002 mm (0.0001 in) and should be capable of making more than one revolution.  It must be equipped with a separate indicator to indicate the number of complete revolutions.  The dial indicator mechanism should be fully jeweled.  The frame should be of sufficient rigidity that a load of 1.36 kg (3 lb) applied to the dial housing, exclusive of the weight or spindle presser foot, will not cause a change in indication on the dial of more than 0.02 mm (0.001 in).  The indicator reading must be repeatable to 0.001 2 mm (0.000 05 in) at zero.  The mass of the probe head (total of anvil, weight 102 g or [3.6 oz], spindle, etc.) must be 113.4 g (4 oz).  The micrometer should be operated in an atmosphere free from drafts and fluctuating temperature and should be stabilized at ambient room temperature before use.
· Gage blocks covering the range of thicknesses to be tested should be used to check the accuracy of the micrometer
· T-square
[bookmark: _Toc487505014][bookmark: _Toc486756491][bookmark: _Toc487505015][bookmark: _Toc233433707][bookmark: _Toc400370334][bookmark: test_prced_452]4.5.2.	Test Procedure 
	1. Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; select a random sample.

	

	2. Be sure the product is not mislabeled.  Check the label declaration to confirm that all of the declared dimensions are consistent with the required standards.  The declaration on sheeting, film, and bags shall be equal to or greater than the weight calculated by using the formulas below.  Calculate the final value to four digits and declare to three digits dropping the final digit (e.g., if the calculated value is 2.078 lb, then the declared net weight is truncated to 2.07 lb).

	

	Example:
Label – 
 (
Polyethylene Sheeting
1.82 m (6 ft) x 30.48 m (100 ft)
101.6 µm 
(4 mil)
5.03 kg (11.1 
lb
)
)

	3. Use the following formulas to compute a target net weight.  The labeled weight should equal or exceed the target net weight or the package is not in compliance.

	

	· For SI (metric) Dimensions:
[bookmark: _Toc446483180][bookmark: _Toc226190797][bookmark: _Toc237415765][bookmark: _Toc237416739][bookmark: _Toc237429117]Target Mass in Kilograms = (T × A × D) ÷ 1 000
[bookmark: _Toc226190798][bookmark: _Toc237415766][bookmark: _Toc237416740][bookmark: _Toc237429118]Where:  T = nominal thickness in centimeters
[bookmark: _Toc226190799][bookmark: _Toc237415767][bookmark: _Toc237416741][bookmark: _Toc237429119]A = nominal length in centimeters × nominal width (the nominal width for bags is twice the labeled width) in centimeters
[bookmark: _Toc226190800][bookmark: _Toc237415768][bookmark: _Toc237416742][bookmark: _Toc237429120]D = minimum density in grams per cubic centimeter*
Note:  Check label for density declaration and type of polyethylene.  Refer to Box * for density (D) value if not declared.

	*Determined by the latest versions of ASTM Standard D1505, “Standard Method of Test for Density of Plastics by the Density-Gradient Technique” and ASTM Standard D883, “Standard Terminology Relating to Plastics.”
For the purpose of this regulation, the minimum density (D) for linear low density polyethylene plastics (LLDPE) shall be 0.92 g/cm3 (when D is not known).
For the purpose of this regulation, the minimum density (D) for linear medium density polyethylene plastics (LMDPE) shall be 0.93 g/cm3 (when D is not known).
For the purpose of this regulation, the minimum density (D) for high density polyethylene plastics (HDPE) shall be 0.94 g/cm3 (when D is not known).


	· For U.S. Customary Dimensions:
[bookmark: _Toc226190801][bookmark: _Toc237415769][bookmark: _Toc237416743][bookmark: _Toc237429121]Target Weight in Pounds = T × A × D × 0.036 13
[bookmark: _Toc226190802][bookmark: _Toc237415770][bookmark: _Toc237416744][bookmark: _Toc237429122]Where:  T = nominal thickness in inches;
[bookmark: _Toc226190803][bookmark: _Toc237415771][bookmark: _Toc237416745][bookmark: _Toc237429123]A = nominal area; that is the nominal length in inches × nominal width (the nominal width for bags is twice the labeled width) in inches;
[bookmark: _Toc226190804][bookmark: _Toc237415772][bookmark: _Toc237416746][bookmark: _Toc237429124]D = minimum density in grams per cubic centimeter; 0.036 13 is a factor for converting g/cm3 to lb/in3.

	

	4. [bookmark: _Toc487505018]Perform the calculations as shown in the following example.  If the product complies with the label declaration, go to Step 5.

	

	[bookmark: _Toc226190805][bookmark: _Toc237415773][bookmark: _Toc237416747][bookmark: _Toc237429125]Example:  

	· For metric units:
(0.010 16 cm × [(1.82 m × 100 cm/m) × (30.48 m × 100 cm/m)] × 0.92 g/cm3) ÷ 1000 g/kg
= a target weight of 5.18 kg
[bookmark: _Toc487505019]In this example, the labeled net mass of 5.03 kg does not meet the target net mass, so the product is not in compliance.

	

	· For U.S. customary units:
   (0.004 in) × [(6 ft × 12 in/ft) × (100 ft × 12 in/ft)] × 0.92 g/cm3 × 0.03613
= a target weight of 11.48 lb
In this example, the labeled net weight of 11.1 lb does not meet the target net weight, so the product is not in compliance.

	

	5. Select packages for tare samples according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”  

	

	6. Determine and record the gross weights of the initial tare sample.

	

	7. Extend the product in the sample packages to their full dimensions and remove by hand all creases and folds.

	

	8. Measure the length and width of the product to the closest 3 mm (1/8 in).  Make all measurements at intervals uniformly distributed along the length and width of the sample and record the results.  Compute the average length and width, and record.

	

	· With rolls of product, measure the length of the roll at three points along the width of each roll and measure the width at a minimum of 10 points along the length of each roll.

	

	· For folded products, such as drop cloths or tarpaulins, make three length measurements along the width of the sample and three width measurements along the length of the sample.

	

	9. Determine and record the average tare weight according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight”.

	

	10. Follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine the lot conformance requirements for length, width, and weight.

	

	11. If the sample failed to meet the package requirements for any of these declarations, no further measurements are necessary.  The lot fails to conform.

	

	Note:  If the sample meets the package requirements for the declarations of length, width, and weight proceed to Step 12 to verifying the thickness declaration.

	

	12. Measure the thickness of the plastic sheet with a micrometer using the following guide.  Place the micrometer on a solid level surface.  If the dial does not read zero with nothing between the anvil and the spindle head, set it at zero.  Raise and lower the spindle head or probe several times; it should indicate zero each time.  If it does not, find and correct the cause before proceeding.

	

	13. Take measurements at five uniformly distributed locations across the width at each end and five locations along each side of each roll in the sample.  If this is not possible, take measurements at five uniformly distributed locations across the width of the product for each package in the sample.

	

	14. When measuring the thickness, place the sample between the micrometer surfaces and lower the spindle head or probe near, but outside, the area where the measurement will be made.  Raise the spindle head or probe a distance of 0.008 mm to 0.01 mm (0.000 3 in to 0.000 4 in) and move the sheet to the measurement position.  Drop the spindle head onto the test area of the sheet.

	

	15. Read the dial thickness two seconds or more after the drop, or when the dial hand or digital readout becomes stationary.  This procedure minimizes small errors that may occur when the spindle head or probe is lowered slowly onto the test area.

	

	16. For succeeding measurements, raise the spindle head 0.008 mm to 0.01 mm (0.000 3 in to 0.000 4 in) above the rest position on the test surface, move to the next measurement location, and drop the spindle head onto the test area.  Do not raise the spindle head more than 0.01 mm (0.000 4 in) above its rest position on the test area.  Take measurements at least 6 mm (¼ in) or more from the edge of the sheet.

	

	17. Repeat Steps 12 through 16 above on the remaining packages in the sample and record all thickness measurements.  Compute and record the average thickness for the individual package and apply the following MAV requirements.

	(Amended 2012)


[bookmark: _Toc333505716][bookmark: _Toc400370335][bookmark: _Toc446483182][bookmark: _Toc486756495][bookmark: _Toc487505021][bookmark: _Toc237353981][bookmark: _Toc237415775][bookmark: _Toc237416749][bookmark: _Toc237429127][bookmark: _Toc291667340][bookmark: eval_results_453]4.5.3.	Evaluation of Results
1. [bookmark: _Toc400370336][bookmark: a_individ_thickness_453a]Individual Thickness 
Note:  Refer to Appendix A, Table 2-10. Exceptions to the MAVs for Textiles, Polyethylene Sheeting and Film , Mulch and Soil Labeled by Volume, Packaged Firewood, and Packages Labeled by Count with 50 Items or Fewer, and Specific Agricultural Seeds Labeled by Count.)
(Amended 2010)
· On polyethylene with a declared thickness greater than 25 µm (1 mil or 0.001 in):  an individual thickness measured may be up to 20 % less than the declared thickness.
· On polyethylene with labeled thickness less than or equal to 25 µm (1 mil or 0.001 in), individual thickness measurements may be up to 35 % below the labeled thickness.
Count the number of values that are smaller than specified MAVs (0.8 × labeled thickness if 25 µm [1 mil] or greater or 0.65 × labeled thickness, if less than 25 µm [1 mil]).  If the number of values that fail to meet the thickness requirement exceeds the number of MAVs permitted for the sample size, the lot fails to conform to requirements.  No further testing of the lot is necessary.  If the number of MAVs for thickness measurements is less than or equal to the number permitted for the sample size, go on to Evaluation of Results – Average Thickness.
[bookmark: _Toc486756496][bookmark: _Toc487505022][bookmark: _Toc237353982][bookmark: _Toc237415776][bookmark: _Toc237416750][bookmark: _Toc237429128][bookmark: _Toc291667341][bookmark: _Toc400370337][bookmark: b_aver_thickness_453b]Average Thickness
The average thickness for any single package should be at least 96 % of the labeled thickness.  This is an MAV of 4 % (refer to Appendix A, Table 2-10. Exceptions to the MAVs for Textiles, Polyethylene Sheeting and Film, Mulch and Soil Labeled by Volume, Packaged Firewood, and Packages Labeled by Count with 50 Items or Fewer, and Specific Agricultural Seeds Labeled by Count.)  Circle and count the number of package average thickness values that are smaller than 0.96 × labeled thickness.  If the number of package average thicknesses circled exceeds the number of MAVs permitted for the sample size, the lot fails to conform to requirements.  No further testing of the lot is necessary.  If the number of MAVs for package average thickness is less than or equal to the number of MAVs permitted for the sample size, proceed to Section 2.3.7. “Evaluate for Compliance” to determine if the lot meets the package requirements for average thickness.
(Amended 2010)
[bookmark: _Toc486756497][bookmark: _Toc487505023][bookmark: _Toc237353983][bookmark: _Toc237415777][bookmark: _Toc237416751][bookmark: _Toc237429129][bookmark: _Toc291667342][bookmark: _Toc400370338][bookmark: pkg_lab_linear_46]4.6.	Packages Labeled by Linear or Square (area) Measure	
[bookmark: _Toc400370339][bookmark: test_equip_461]4.6.1. 	Test Equipment
· A scale or balance that meets the requirements in Section 2.2. “Measurement Standards and Test Equipment.”  Determine the suitability of the scale.  Calculate the length or area of packaged product corresponding to MAV/6.  If there is no suitable weighing device, all of the packages in the sample must be opened and measured.
· Steel tapes and rules – determine measurements of length to the nearest division of the appropriate tape or rule.
· Metric units:
For labeled dimensions 40 cm or less, linear measure:  30 cm in length, 1 mm divisions; or  a 1 m rule with 0.1 mm divisions, overall length tolerance of 0.4 mm.
For labeled dimensions greater than 40 cm, 30 m tape with 1 mm divisions.
· U.S. customary units:
For labeled dimensions 25 in or less, use a 36 in rule with 1/64 in or 1/100 in divisions and an overall length tolerance of 1/64 in.
[bookmark: _Toc226190808][bookmark: _Toc237415778][bookmark: _Toc237416752][bookmark: _Toc237429130]For dimensions greater than 25 in, use a 100 ft tape with 1/16 in divisions and an overall length tolerance of 0.1 in.
· T-square
[bookmark: _Toc486756499][bookmark: _Toc487505025][bookmark: _Toc400370340][bookmark: test_proced_462]4.6.2. 	Test Procedure
	1. Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; select a random sample.

	

	2. Select an initial tare sample according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”

	

	3. Gross weigh the first package in the tare sample and record this weight.

	

	4. Determine and record the measurements (to the nearest division of the appropriate tape or rule) of the packaged goods (length, width, area; depending upon which dimensions are declared on the label) and weigh the goods from the first package opened for tare determination.

	

	· Calculate and record the weight of the labeled measurements using the following formula:
[bookmark: _Toc226190809][bookmark: _Toc237415779][bookmark: _Toc237416753][bookmark: _Toc237429131]Weight of the labeled measurement =
[bookmark: _Toc226190810][bookmark: _Toc237415780][bookmark: _Toc237416754][bookmark: _Toc237429132](labeled measurement) × (contents weight) ÷ (contents measurement)

	

	· [bookmark: _Toc226190811][bookmark: _Toc237415781][bookmark: _Toc237416755][bookmark: _Toc237429133]Look up and record the MAV in units of length or area measure (given in Appendix A, Table 28. “Maximum Allowable Variations for Packages Labeled by Length, (Width) or Area.”

	

	[bookmark: _Toc226190812][bookmark: _Toc237415782][bookmark: _Toc237416756][bookmark: _Toc237429134]Note:  See Appendix A, Table 210. “Exceptions to the MAVs for Textiles, and Polyethylene Sheeting and Film, Mulch and Soil Labeled by Volume, Packaged Firewood, and Packages Labeled by Count with 50 Items or Fewer, and Specific Agricultural Seeds Labeled by Count.”

	

	5. [bookmark: _Toc226190813]Determine and record the tare weight of the first package opened.

	

	6. Determine and record the measurements (length, width, area; depending upon which dimensions are declared on the label) of the product in the second package chosen for tare determination (to the nearest division of the appropriate tape or rule).  Determine and record the tare weight of this package.

	

	7. Calculate and record the weight of the labeled measurement for the second package using the following formula:

Weight of the labeled measurement =
(labeled measurement) × (contents weight ÷ contents measurement)

	

	The weights of the labeled measurement for two packages must not differ by more than one division on the scale.  If they do, open all packages in the sample, measure individually, and compare them against the labeled measure to determine the package errors.  If the criterion is met, go to Step 8.

	

	8. Calculate the average weight of the labeled measurement and record.

	

	9. Determine and record the average tare weight according to Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight.”

	

	10. Compute and record the nominal gross weight by adding the average weight of the labeled measurements to the average tare weight.

	

	11. Compute package errors according to the following formula:

[bookmark: _Toc226190814]Package error (weight) =
(actual package gross weight) − (nominal gross weight)

	

	12. Convert the MAV to units of weight using the following formula:
MAV (weight) =
(Avg. Wt. of label measurements × MAV [length]) ÷ (labeled measurements)
[bookmark: _Toc226190815][bookmark: _Toc237415783][bookmark: _Toc237416757][bookmark: _Toc237429135]Convert the MAV to dimensionless units by dividing the MAV (weight) by the unit of measure and record.


[bookmark: _Toc486756500][bookmark: _Toc487505026][bookmark: _Toc400370341][bookmark: eval_results_463][bookmark: _Toc487505027]4.6.3. 	Evaluation of Results
Follow the procedure in Section 2.3.7. “Evaluate for Compliance” to determine lot conformance.
Convert back to dimensions when completing the report form using the following the formula:
[bookmark: _Toc226190816][bookmark: _Toc237415784][bookmark: _Toc237416758][bookmark: _Toc237429136]Average Package Error (dimension) = (Avg. Pkg. Error [dimensionless units]) × (Unit of Measure) × (Labeled unit of measure) ÷ (Avg. Weight of Labeled dimension)
[bookmark: _Toc487505028][bookmark: _Toc486756501][bookmark: _Toc487505029][bookmark: _Toc237353984][bookmark: _Toc237415785][bookmark: _Toc237416759][bookmark: _Toc237429137][bookmark: _Toc291667343][bookmark: _Toc400370342][bookmark: baler_twine_47]4.7.	Baler Twine – Test Procedure for Length
[bookmark: _Toc400370343][bookmark: test_equp_471]4.7.1. 	Test Equipment
· A scale that meets the requirements in Section 2.2. “Measurement Standards and Test Equipment.” 
NOTE:  A scale with 0.1 g (0.000 2 lb) increments must be used for weighing twine samples.  The recommended minimum load for weighing samples is 20 divisions.
· Steel tapes and rules – Determine measurements of length to the nearest division of the appropriate tape or rule.
· Metric units:
For labeled dimensions 40 cm or less, linear measure:  30 cm in length, 1 mm divisions; or a 1 m rule with 0.1 mm divisions, overall length tolerance of 0.4 mm.
[bookmark: _Toc226190818][bookmark: _Toc237415786][bookmark: _Toc237416760][bookmark: _Toc237429138]For labeled dimensions greater than 40 cm, 30 m tape with 1 mm divisions.
· U.S. customary units:
For labeled dimensions 25 in or less, use a 36 in rule with 1/64 in or 1/100 in divisions and an overall length tolerance of 1/64 in.
[bookmark: _Toc226190819][bookmark: _Toc237415787][bookmark: _Toc237416761][bookmark: _Toc237429139]For dimensions greater than 25 in, use a 100 ft tape with 1/16 in divisions and an overall length tolerance of 0.1 in.
· [bookmark: _Toc486756503][bookmark: _Toc487505031]A hand-held straight-face spring scale of at least 4.53 kg (10 lb) capacity or a cordage-testing device that applies the specified tension to the twine being measured.  When measuring twine samples or total roll length, apply 4.53 kg (10 lb) of tension to the twine.
[bookmark: _Toc400370344][bookmark: test_proced_472]4.7.2. 	Test Procedure
	1. Follow Section 2.3.1. “Define the Inspection Lot.”  Use a “Category A” sampling plan in the inspection; select a random sample.

	

	2. Select packages for tare samples.  Determine gross weights of the initial tare sample and record.  

	

	3. Open the tare samples.  Use the procedures for tare determination in Section 2.3.5.1. “Determination of Tare Sample and Average Tare Weight” to compute the average tare weight and record this value.

	

	4. Randomly select four balls of twine from the packages that were opened for tare.

	

	From each of the four balls of twine:

	

	· Measure and discard the first 10.05 m (33 ft) of twine from each roll.  Accurate measurement requires applying tension to the ends of the twine before measuring in order to straighten the product.
· Take two 30.48 m (100 ft) lengths of twine from inside each roll.

	

	· Weigh and record the weight of each piece separately and record the values.  Compare the weight values to determine the variability of the samples.  If the individual weights of the eight twine samples vary by more than one division on the scale, use one of the following steps:  (1) if the lot is short, determine the actual length of the lightest-weight roll found in the lightest-weight package of the lot to confirm that the weight shortages reflect the shortages in the length of the rolls; or (2) determine the average weight-per-unit of measure by taking ten 30.48 m (100 ft) lengths from inside the lightest weight package.  Use this value to recalculate its length and determine lot compliance.

	

	5. Weigh all of the sample lengths together and record the total value.  Determine the total length of the samples (243.8 m or 800 ft, unless more than eight sample-lengths were taken) and record the value.  Compute the average weight-per-unit-of-length by dividing the total weight by the total length of the pieces.

	

	6. Determine the MAV for a package of twine (refer to Appendix A, Table 28. “Maximum Allowable Variations for Packages Labeled by Length, (Width), or Area”).

	

	· Record the total declared package length.

	

	· Multiply the MAV from Appendix A, Table 28. “Maximum Allowable Variations for Packages Labeled by Length, (Width), or Area” times the total package length to obtain the MAV for length and record this value.

	

	· Multiply the weight per unit of length (from Step 4) times the MAV for the total declared package length to obtain the MAV by weight and record this value.

	

	· Convert the MAV to dimensionless units and record.

	

	7. Calculate the nominal gross weight and record.

	

	Follow Section 2.3.6. “Determine Nominal Gross Weight and Package Error” to determine individual package errors.  Determine errors using the following formula:
Package error (weight) = (package gross weight) – (nominal gross weight)

	

	· To convert the package error in weight back to length, divide the weight by the average weight-per-unit-of-length.


[bookmark: _Toc486756504][bookmark: _Toc487505032][bookmark: _Toc400370345][bookmark: eval_results_473]4.7.3. 	Evaluation of Results
[bookmark: _Toc486756505][bookmark: _Toc487505033]Follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine lot compliance.
[bookmark: _Toc237353985][bookmark: _Toc237415789][bookmark: _Toc237416763][bookmark: _Toc237429141][bookmark: _Toc291667344][bookmark: _Toc400370346][bookmark: proced_check_area_meas_48]4.8.	Procedure for Checking the Area Measurement of Chamois
Chamois is natural leather made from skins of sheep and lambs that have been oil-tanned.  Chamois are irregularly shaped, which makes area measurement difficult.  Because of these characteristics, an accurate area determination can only be made using an internationally recognized method of conditioning (rehydrating) and measurement.  Chamois is produced in a wet manufacturing process, so it has high moisture content at time of measurement.  Chamois is hydroscopic; therefore, its dimensions and total area change as it loses or absorbs moisture.  It is also subject to wrinkling.  Because of the variation of the thickness and density, and therefore the weight per unit area of chamois, an estimated gross weight procedure cannot be used to verify the labeled area declaration.
Standard Test Conditions:  As with all hydroscopic products, reasonable variations in measure must be allowed if caused by ordinary and customary exposure to atmospheric conditions that normally occur in good distribution practice.  Both federal and international standards specify procedures to restore the moisture content of chamois so that tests to verify dimensions and area can be conducted.
Federal Test Method Standard 311, “Leather, Methods of Sampling and Testing,” (January 15, 1969) defines the standard atmospheric condition for chamois as 50 ± 4 % relative humidity and 23 ± 2 °C (73.4 ± 3.6 °F).  The chamois is considered to be at equilibrium moisture when the difference in two successive weighings, made at 1 hr intervals, is no greater than 0.25 % (e.g., the maximum change in weight on a 100 g sample in two successive weighings is less than 0.25 g (250 mg).
[bookmark: _Toc226190822][bookmark: _Toc237415790][bookmark: _Toc237416764][bookmark: _Toc237429142][bookmark: _Toc486756507][bookmark: _Toc487505035]The area of chamois is verified using a two-stage test procedure.  The first stage is a field audit using the template test procedure.  This test is used for field audits because it is simpler to perform and does not require the chamois to be conditioned.  The field audit is used to identify chamois that are potentially under measure.  It is not as accurate as the gravimetric procedure because some error results from reading the area from the template.  The gravimetric procedure should be used for compliance testing because it includes conditioning (rehydrating) the chamois.
[bookmark: _Toc400370347][bookmark: template_test_method_481]4.8.1. 	Template Test Method (for field audits)
[bookmark: _Toc226190823][bookmark: _Toc237415791][bookmark: _Toc237416765][bookmark: _Toc237429143]Chamois is labeled in uniform sizes in terms of square decimeters and square feet, and are sized in increments of ¼ ft2 (e.g., 1 ft2, 1¼ ft2, and 1½ ft2).  
[bookmark: _Toc237415792][bookmark: _Toc237416766][bookmark: _Toc237429144][bookmark: _Toc400370348][bookmark: test_equip_4811]4.8.1.1. 	Test Equipment
Use a transparent, flexible template that is graduated in square centimeters or square inches and that has been verified for accuracy.  The template must be large enough to completely cover the chamois under test.
[bookmark: _Toc226188547][bookmark: _Toc226189377][bookmark: _Toc226190827][bookmark: _Toc226191844][bookmark: _Toc237415607][bookmark: _Toc237415793][bookmark: _Toc237416767][bookmark: _Toc237418002][bookmark: _Toc237423508][bookmark: _Toc237424151][bookmark: _Toc237424422][bookmark: _Toc237429145][bookmark: _Toc237488316][bookmark: _Toc237488635][bookmark: _Toc237488954][bookmark: _Toc237489272][bookmark: _Toc237489586][bookmark: _Toc237490056][bookmark: _Toc237490354][bookmark: _Toc237490650][bookmark: _Toc237490939][bookmark: _Toc237491226][bookmark: _Toc237491511][bookmark: _Toc237491787][bookmark: _Toc237492052][bookmark: _Toc237492309][bookmark: _Toc237492559][bookmark: _Toc237504496][bookmark: _Toc237504813][bookmark: _Toc237505532][bookmark: _Toc237506693][bookmark: _Toc237507073][bookmark: _Toc237507280][bookmark: _Toc237600630][bookmark: _Toc237684757][bookmark: _Toc237687901][bookmark: _Toc237688102][bookmark: _Toc238205001][bookmark: _Toc238544075][bookmark: _Toc238544794][bookmark: _Toc238545008][bookmark: _Toc238545218][bookmark: _Toc239754522][bookmark: _Toc240171653][bookmark: _Toc256672819][bookmark: _Toc256673034][bookmark: _Toc256673611][bookmark: _Toc256687967][bookmark: _Toc256688344][bookmark: _Toc256688553][bookmark: _Toc400370349][bookmark: test_proced_4812]4.8.1.2. 	Test Procedure
	1. [bookmark: _Toc226190825]Select a random sample of chamois. Separate the chamois into different sizes and define the inspection lot by specific sizes.

	

	2. [bookmark: _Toc226190826]Place the template over the chamois specimen on a smooth surface.  Determine the area by counting the number of squares that cover the surface of the chamois.  Estimate parts of the template that do not completely cover the chamois by adding the number of partially covered blocks.  (See Figure 4-1.)  Compute the total area and refer to Section 4.8.3. to determine if further action is necessary.

	[bookmark: _Toc226190828][bookmark: _Toc237415794][bookmark: _Toc237416768][bookmark: _Toc237429146]

	First Stage – Decision Criteria

If the average minus error exceeds 3 % of the labeled area, the chamois may not be labeled accurately.  To confirm the finding, the sample must be taken to a laboratory for conditioning and testing using the gravimetric test procedure.









Figure 4-1.  Template for checking the area of chamois



[bookmark: _Toc400370350][bookmark: gravi_proced_482]4.8.2. 	Gravimetric Procedure for Area Measurement
This test cannot be performed in the field because the samples must be conditioned with water before testing.  This method is intended for use in checking full or cut skins, or pattern shapes.  Open and condition all of the packages in the sample before determining their area on the recommended paper.  Conditioning and verifying chamois can be accomplished without destroying the product.  When successful tests are completed, the chamois may be repackaged for sale, so do not destroy the packaging material.
[bookmark: _Toc400370351][bookmark: test_equip_4821]4.8.2.1.	Test Equipment
· Scale with a capacity of 1 kg that is accurate to at least ± 0.01 g and a load-receiving element of adequate size to properly hold the chamois
· Atomizer or trigger-type sprayer and sealable, airtight polyethylene bags
· Medium weight drawing paper (e.g., drawing paper, medium weight (100 lb), regular surface or comparable)
· Household iron with low temperature settings 30 °C to 40 °C (86 °F to 104 °F)
· Rule or tape that is graduated in centimeters or inches
· Instrument for cutting paper (razor blade, scissors, or cutting board)

[bookmark: _Toc226190830][bookmark: _Toc237415795][bookmark: _Toc237416769][bookmark: _Toc237429147]Sample conditioning  

	1. Remove each sample from its package and weigh and record each weight.  Using an atomizer-type sprayer, spray water in the amount of 25 % of the weight of each skin uniformly over its area.  Place wetted chamois in an airtight polyethylene bag; seal the bag, and leave it in this condition at room temperature for 24 hours.

	

	2. Open the bag, remove the chamois, and reweigh the chamois to confirm that it retained maximum moisture.  (This is done by confirming that the difference in the two consecutive weighings conducted an hour apart does not exceed 0.25 %.)

	

	3. Place the chamois flat on a continuous piece of drawing paper.  To remove wrinkles and make the chamois lie flat, use a normal domestic iron that is heated to a maximum of 30 °C to 40 °C (86 °F to 104 °F).  Place the iron on the bottom of the skin, and iron the skin up from the center to the top.  Then, iron the skin from the center out to each side.  Iron until the skin is fully extended and perfectly flat.


[bookmark: _Toc400370352][bookmark: test_proced_4822]4.8.2.2. 	Test Procedure 
	1. Immediately after ironing, carefully draw around the outline of the skin on the paper.  Remove the skin; carefully cut along the outline of the skin; weigh the cutout pattern, and record to the nearest 0.1 g Sample Weight 1 (W1). 

	

	2. Lay out the pattern and cut an accurately measured rectangle of a size not less than one-half the area of the pattern.  Weigh the cutout rectangle and record the weight to the nearest 0.1 g Sample Weight 2 (W2).  Calculate the area of the rectangle cut from the patterns by multiplying length by width and record as Area (A) in centimeters or square inches.

	

	· For metric units – calculate the area of the original skin being checked as follows:
[bookmark: _Toc226190831][bookmark: _Toc237415796][bookmark: _Toc237416770][bookmark: _Toc237429148]W1/W2 × A = Skin Area in cm2/100 = Area in dm2

	

	· For U.S. customary units – calculate the area of the original skin being checked as follows:
[bookmark: _Toc226190832][bookmark: _Toc237415797][bookmark: _Toc237416771][bookmark: _Toc237429149]W1/W2 × A = Skin Area in in2/144 = Area ft2


[bookmark: _Toc486756509][bookmark: _Toc487505037][bookmark: _Toc400370353][bookmark: eval_results_483]4.8.3. 	Evaluation of Results
Compute the average error for the sample and follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine lot conformance.
The MAV for area declarations on chamois is 3 % of the labeled area as specified in Appendix A, Table 28. “Maximum Allowable Variations for Packages Labeled by Length, (Width), or Area”.
[bookmark: _Toc291667345][bookmark: _Toc400370354][bookmark: proced_check_contents_49]4.9.	Procedure for Checking the Contents of Specific Agriculture Seed Packages Labeled by Count 
The following method shall be employed when using a mechanical seed counter to determine the number of seeds contained in a sample of soybean (Glycine max), corn (Zea mays), wheat (Triticum aestivum) and field bean (Phaseolus vulgaris). 
[bookmark: _Toc400370355][bookmark: test_equip_491]4.9.1. 	Test Equipment
· Mechanical seed counter.
· Moisture proof container.
[bookmark: _Toc400370356][bookmark: test_proced_492]4.9.2. 	Test Procedure
	1. Testing samples shall be received and retained in moisture proof containers until the weight of the sample prepared for purity analysis is recorded.  The sample shall be of at least 500 grams for soybean, corn, field beans, and 100 grams for wheat.  

	

	2. The seed counter shall be calibrated daily prior to use.

	

	· Prepare a calibration sample by counting 10 sets of 100 seeds. Visually examine each set to insure that it contains whole seeds. Combine the 10 sets of seeds to make a 1000 seed calibration sample. The seeds of the calibration sample should be approximately the same size and shape as the seeds in a sample being tested.  

	

	Note:  If the seeds in a sample being tested are noticeably different in size or shape from those in the calibration sample, prepare another calibration sample with seeds of the appropriate size and shape. Periodically re-examine the calibration samples to insure that no seeds have been lost or added.

	

	· Carefully pour the 1000 seed calibration sample into the seed counter.  Start the counter and run it until all the seeds have been counted.

	

	Note:  The seeds should not touch as they run through the counter. Record the number of seeds as displayed on the counter read out. 

	

	· The seed count should not vary more than ± 2 seeds from 1000. If the count is not within this tolerance, clean the mirrors, adjust the feed rate and/or reading sensitivity. Rerun the calibration sample until it is within the ± 2 seed tolerance.

	

	Note:  If the seed counter fails the calibration procedure and sample has been checked to ensure that it contains 1000 seeds, do not use the counter until it has been repaired.

	

	3. Immediately after opening the container, mix and divide the sample to obtain a sample for purity analysis (refer to Appendix D:  AOSA Rules for Testing Seeds).

	

	4. Record the weight of this sample in grams to the appropriate number of decimal places.

	

	5. Conduct the purity analysis to obtain pure seed for the seed count test.

	

	6. After the seed counter has been calibrated, test the pure seed portion from the purity test and record the number of seeds in the sample.

	

	7. Calculation of results.

	

	· Calculate the number of seeds per pound to the nearest whole number using the following formula:
Number of seeds per pound = 453.6 g/lb × no. of seeds counted divided by 
the weight (g) of sample analyzed for purity

	

	8. Determine the Maximum Allowable Variation (MAV).

	

	· Multiply the labeled seed count by 4 % for soybean, 2 % for corn, 5 % for field bean, and 3 % for wheat.


Note:  Express the maximum allowable variation (the number of seeds) to the nearest whole number.  Consider the results of two tests in accord with the maximum allowable variation if the difference, expressed as the number of seeds, is equal to or less than the maximum allowable variation.  
Example:
Kind of seed:  Corn
Label claim:  2275 seeds/lb
Lab Test:  Purity working weight = 500.3 g
Seed count of pure seed = 2479 seeds
Number of seeds per pound = 453.6 g/lb × 2479 seeds divided by 500.3 g = 2247.6 seeds/lb
		Rounded to the nearest whole number = 2248 seeds/lb
Calculate maximum allowable variation value for corn:
		multiply label claim by 2 %
		2275 seeds/lb × 0.02 = 45.5 seeds/lb;
		rounded to the nearest whole number = 46 seeds/lb
Determine the difference between label claim and lab test:
		2275 seeds/lb − 2248 seeds/lb = 27 seeds/lb
The difference between the lab test and the label claim is less than the maximum allowable variation (27 < 46); therefore, the two results are in accord with the maximum allowable variation.
[bookmark: _Toc400370357][bookmark: eval_results_493][bookmark: _GoBack]4.9.3. 	Evaluation of Results
Follow the procedures in Section 2.3.7. “Evaluate for Compliance” to determine lot compliance.  
(Added 2010)
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